Background: Different kinds and models of personal dosimeters are used in individual monitoring by workers. Performance tes ng as part of approval procedures is carried out to demonstrate that the essen al performance specifica ons are rou nely maintained. There are four service providers in Iran which use different luminescence techniques (i. e. TLD and RPL) with various kinds of dosimeter materials/reader instruments in personal dosimetry services. Materials and Methods: A na onal performance approval tests program was performed for the dosimeters of the service providers in energy range of so', 660 keV and 1.25 MeV, at the doses values around the recoding, inves ga on and annual dose limits, and different angle of incidents (e. g. 0, 20, 40 and 60 degree). Results: The results of this tes ng sa sfies the overall accuracy criteria with 95% confidence levels specified by the ICRP, except that of RPL technique in low energy which overes mates the dose out of the acceptable accuracy band defined as the ICRP trumpet curves. Conclusion: The inter-comparison has proved that the personal dose equivalent quan ty, H p (10), defined by the ICRU and recommended by the IAEA are becoming widely accepted and implemented in most par cipated laboratories.
INTRODUCTION
There are different kinds of passive dosimetry methods that service providers may use them in individual monitoring. Among the methods, luminescence techniques inclusive of thermally stimulated luminescence (TLD), radio-photoluminescence (RPL) and optically stimulated luminescence (OSL) are the most general accurate methods in this regard (1) .
There are many factors such as energy and angular dependency which may increase the uncertainty of measurements . So laboratories in different countries plan the inter-comparison approval test programs demonstrating the full 'illment of uncertainties of measurements (2) (3) (4) (5) . Since some laboratories may have not bene'ited systematic calibration procedures as described by ISO-4037 (6) or used inappropriate dosimeters, the related dosimetry response are obtained out of the standard criteria. Thus, the main advantage of an inter-comparison program is that the service provider may be noti'ied for a required improvement on their dosimetry systems. As well it shows the reliability of any laboratory measuring the personal dose operational quantity.
Based upon the ICRP criteria for personal dosimetry, the overall accuracy in measurements should be satis'ied at different dose limits. These evaluations are being done via a performance test program as a part of approval procedures by a competent authority to demonstrate that the essential performance speci'ications are routinely maintained (7) .
The National Radiation Protection Department (NRPD) of Iran Nuclear Regulatory Authority (INRA) is the regulatory body supervising all the service providers in Iran.
There are four private service providers which use the luminescence techniques in their personal dosimetry services covering approximately 'ive thousand workers in various radiation practices in Iran.
In this research, the procedures and results of the 'irst national performance approval tests program performed by the regulatory body are discussed.
MATERIALS AND METHODS
The types of dosimeters which have been used in the program are shown in 'igure 1. These are inclusive of TLD-100 (LiF: Mg, Ti, USA) and GR-200 (LiF: Mg, Cu, P, China) dosimeters which are placed in HARSHAW, RADOS, PTW and a home-made badges. Moreover one of the service providers uses RPL dosimeters of model UIF-01 (Glass material, Russia) in their services. The con'iguration of dosimeter-badges which are used by the service providers are presented in table 1.
The dosimeters were irradiated by a generator of 120 kVp, a 137 Cs source (660 keV), and a 60 C0 source (1.25 MeV) in the Secondary Standard Dosimetry Laboratory (SSDL) of Iran. All the requirements of ISO-4037 standards were considered in irradiations (6) . All the dosimeters were exposed at different angles of incident by value of 0, 20, 40 and 60 degree ('igure 2). 36 dosimeters of each type have been used in the program.
The ICRP trumpet curves have been calculated with the assumption that the recoding level to be 0.1 mSv by value for a bimonthly/ quarterly periodic dosimetry time. The operational quantity of personal dose equivalent, Hp(10) was used in the program.
The trumpet curves of ICRP are calculated as: (1) where, RLL and RLU are the low and high level curves respectively, H0 is the recoding level value, and H1 is the true doses (7) . In this work, based upon the recoding, investigation and annual dose limits, the true dose were selected arounds the limits as ≃0.7, 2.4 and 25 mSv. A response curve should be constructed for each type of radiation by calculating and plotting the average angular response for each energy ε (7) : (2) where Rε,α is the response at energy ε and incident angle α, and (3) where (Hε,α)m is the measured dose and (Hε,α)t is the conventional true value.
RESULTS AND DISCUSSION
The RE values of various dosimeters (table 1) derived from equations 2 and 3 at different angles of incidence are presented in table 2. The total uncertainty of each measurement inclusive of calibration errors, repeatability measurements, and linearity of response was measured less than 10% by value.
The obtained results show a good angular dependency for the GR-200 TLDs in PTW badges (B), and TLD-100 in home-made badges (A). Furthermore the RPL dosimeters (D) overestimate the true dose values in soft energy region. Figure 3 shows the trumpet curves derived from equation 1 along with the plotted values (as the points) for the various dosimeters in the national performance test program. The obtained values for TLD-Based individual dosimeters place inside of the trumpet curves. However, the TLD dosimeters which contain LiF: Mg,Cu,P dosimeters underestimate the dose in energy range, in contrast with LiF: Mg, Ti dosimeters which overestimate it regardless of the type/shape of badges. Nevertheless, both of the related values of dosimeters are placed inside of the trumpet curves. The results are compatible with the energy response of bare dosimeters which have been already reported by other investigators (8, 9) .
Moreover, the response of RPL dosimeter overestimates the true dose at energy range out of the trumpet curve, however there is no problem at higher energies. The results are compatible with the energy response of the un'iltered dosimeter presented by David and Shih in 2011 which are shown in 'igure 4 (10) . As it can be seen in the 'igure, the relative energy response of un'iltered RPL dosimeter is higher than that of both 'iltered RPL and LiF: Mg, Cu, P (TLD-100 H) at low energy region. This is due to photoelectric interaction of low energy with high effective atomic number elements (e. g. Ag) within dosimeter which increases the dose response of the RPL dosimeter. So the dosimeter is more appropriate in high energy gamma radiation 'ields.
In summary, the results show that most measurements ful'ill the established requirements, but some dif'iculties are still found for the low-energy photons in RPL dosimeters.
Although there is some correlation within services that were using the same TLD materials/badges, it could not be concluded that a speci'ic type of system was always better than another. The laboratory "a" obtained excellent results within all doses at all energies/angles of incidences. 
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